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Abstract 
Long term and continuous blood pressure (BP) measurements, especially those 
monitored at home, have been confirmed by many studies to provide better 
predictors of cardiovascular risk than those measured in conventional clinical 
settings. Three influential medical societies, the American Heart Association, 
American Society of Hypertension, and Preventive Cardiovascular Nurses 
Association, jointly made a scientific statement in 2008 to call to action on the use of 
home BP monitoring. However, existing non-invasive BP measurement technologies, 
e.g. the auscultative, oscillometric, tonometric or volume-clamp methods, have 
several drawbacks such as requirement of the use of an inflatable cuff, and therefore 
are bulky and uncomfortable for this purpose of measurement, especially in mobile 
or sleeping environment. 
In contrast, the BP estimation based on pulse arrival time (PAT) is a promising way 
to meet the demand of long term and continuous BP monitoring without a bulky cuff. 
Only small, light and non-invasive transducers are needed for PAT measurement so 
that the device will be portable and comfortable. Thus BP can be estimated without 
inflatable cuffs and arterial occlusions by using the quasi-linear relationship between 
PAT and BP. 
A main challenge of PAT-BP estimation is that the coefficients in PAT-BP equation 
have to be calibrated individually. Different calibration approaches have been 
proposed, amongst them, using one set of cuff BP readings is commonly considered. 
Nevertheless, the inclusion of cuff limits the miniaturization of equipment, and 
conflicts the purpose of "cuffless". Therefore, this research tries to investigate the 
possibility to innovate a new calibration method without using an inflatable cuff. 
ii 
Firstly, analysis based on hemodynamic model, experiences from practical 
calibration method, and information of arterial elasticity properties contained in PPG 
waveform are studied, by which a new PAT-BP equation has been established. A 
novel cuffless calibration method based on this equation and PPG waveform analysis 
has been proposed while a cuff-based one is derived in the same way as a backup 
choice. 
Secondly, experiments which lasted over months and included exercise procedures 
were conducted on a total of thirty-three subjects to evaluate this new cuffless 
calibration approach. Experiment results have proved that this calibration method is 
efficient for young subjects in sitting position, keeping a comparative accuracy than 
other cuffless calibration method, where no extra signal sensors are needed. 
Nevertheless, this approach may not be suitable for uses in supine position. 
Thirdly, experiments including exercise were conducted on forty subjects, both 
young and aged groups, to investigate PAT-BP relationship in supine position. The 
substitute cuff-based calibration method has shown the potential in improving the 
PAT-BP estimation in this posture. The results have also indicated that factors such as 
age and posture changes should be considered carefully in BP estimation by PAT. 
Moreover, a wearable device made as a shirt and a contactless system designed on a 
cushion were tested and evaluated during the experiments above. These novel 
systems show the attractive future of 24-hour PAT-BP monitoring whilst the daily 
activities and sleep of the user would not be disturbed at all. 
In summary, research in this thesis not only covers the fundamental work, such as 
theoretical model-based analysis and the proposal of a novel cuffless calibration 
method, but also includes practical experiment verification and novel device 
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1.1. Arterial blood pressure and its importance 
Human cardiovascular system is comprised of heart, blood and blood vessels. It 
looks like a closed water circuit. The heart keeps contracting as an intermittent pump 
to force the blood flowing into elastic tubes, i.e. the blood vessels. The blood travels 
through vessels in the order of arteries, capillaries and veins. Then the blood comes 
back to the heart, starting a new circulatory journey. 
There is a pressure named arterial blood pressure (BP) generated with the blood flow 
in arteries to counteract the elastic counterforce of arterial walls and the hydraulic 
resistance [1]. It is a very important physiological parameter to show whether the 
performance of cardiovascular system is healthy. Numberless studies have shown the 
roles of blood pressure for disease prevention and diagnosis. For example, blood 
pressure too high，i.e. hypertension, means the increasing risk of heart attacks, heart 
failure and strokes [2]. 
Values of blood pressure differ in different sites of the arterial tree and vary with the 
systolic and diastolic movements of heart cycles. Usually, the term BP refers to the 
pressure in major blood vessels, such as brachial or aortic pressure. Moreover, there 
are several types of blood pressure which are mostly concerned; the highest pressure 
in each heart period - systolic blood pressure (SBP), the lowest pressure - diastolic 
blood pressure (DBP), the averaged pressure _ mean blood pressure (MBP) as well as 
the difference between SBP and DBP - pulse pressure (PP). The standard unit for 
blood pressure measurement is millimeter of mercury (mmHg). The normal blood 
pressure values, for example, can be stated as 120 over 80 mmHg, where 120 is the 
SBP reading and 80 is the DBP reading [3]. 
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In conventional medical treatment, blood pressure is preferred to be achieved in 
clinic office by professional nurses. In most cases, these measurements are 
intermittent and casual so that only several snapshots can be taken for each patient. 
However, in fact, blood pressure fluctuates continuously in a 24-hour period 
according to the invasive pressure monitoring by aortic catheter, whose changes can 
be even as large as tens of millimeters of mercury within several minutes [4]. Its 
sensitivity to drug injection, neural activities and emotional changes brings a lot of 
physiological information about the patients. Therefore, in order to increase the 
accuracy of disease diagnosis, doctors and researchers have paid more attentions 
recently on long term and continuous blood pressure monitoring, especially for those 
monitored at home. 
According to the research on 5295 untreated hypertensive patients during a median 
follow-up period of 8.4 years, E. Dolan etc. compared three kinds of long term blood 
pressure monitoring (during-daytime, during-nighttime and 24-hour monitoring) with 
walk-in measurements in clinic. They pointed out that the former three kinds of 
measurements were superior to clinic measurement in predicting cardiovascular 
mortality, and nighttime blood pressure was the most potent predictor of outcome 
(Fig. 1.1) [5]. Clement etc. tracked 1963 hypertensive patients in approximately 5 
years and found that the 24-hour ambulatory SBP is a greater independent risk factor 
for a new cardiovascular event than office SBP (Fig. 1.2) [6]. Works of Y. Shintani 
et al have shown that ambulatory blood pressure levels and its variability were 
closely associated with carotid artery alteration and these parameters should be 
independent predictors of carotid artery alteration [7]. The morning blood pressure 
surge was also considered as a destabilizing factor for atherosclerotic plaque causing 
cardiovascular events, such as ischemic and hemorrhagic stroke [8]-[ll]. 
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Fig. 1.1 Comparison of different types of blood pressure measurement: Adjusted 5-year risk 
of cardiovascular death in the study of 5929 patients [5] 
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Fig. 1.2 High ambulatory systolic blood pressure (SBP>135 mmHg) in hypertensive patients 
predicts cardiovasicular risk [6] 
All these research results above show that long term blood pressure monitoring has 
performed better in predicting the cardiovascular diseases than the office 
measurement does. As the main and aimed part of long term monitoring, the 
importance of home blood pressure has been emphasized in a joint scientific 
statement in 2008 by three influential societies, the American Heart Association, 
American Society of Hypertension, and Preventive Cardiovascular Nurses 
Association [4]. Moreover, it is obvious that a continuous monitoring of blood 
pressure will be even better than the intermittent records. 
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1.2. Current methods for non-invasive blood pressure 
measurement 
It is the imperfect of non-invasive blood pressure measurement techniques mainly 
obstructing the development of long-term and continuous blood pressure monitoring. 
For instance, the gold standard of non-invasive BP measurement, i.e. the auscultatory 
method, is unsuitable for this new type monitoring because it has to use a bulky cuff, 
should be operated by a trained physician and can only provide intermittent values of 
BP. Other measurement methods, such as the oscillometric, tonometric or 
volume-clamp methods, also suffer from one or more of these drawbacks. 
1.2.1. The auscultatory method (mercury sphygmomanometer) 
The auscultatory method, which has become the most common method and gold 
standard of non-invasive blood pressure measurement, usually uses a cuff, a mercury 
manometer and a stethoscope (Fig. 1.3). The cuff with an appropriate size is placed 
around the upper arm at the same vertical height as the heart and connected to a 
mercury manometer. When the cuff is air inflated by a small hand bulb, the mercury 
manometer can measure the absolute pressure inside the cuff by reading the height of 
a column of mercury. The stethoscope is located at the elbow to amplify the pulsatile 
sounds from the brachial artery. At the beginning of the measurement, an operator 
inflates the cuff to totally occluding the brachial artery of the subject and then slowly 
releases the internal cuff pressure until no pulsatile sound can be heard. Because of 
the turbulent blood flow and oscillations of the arterial wall, the first clear tapping 
sound of heart pumping (the first phase of the Korotkoff sounds) will appear when 
the cuff pressure is equal to the systolic pressure. And the pulsatile sounds will be 
gradually disappeared (the fifth phase of the Korotkoff sounds) when the cuff 
pressure decreases to the diastolic pressure. 
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Fig. 1.3 The auscultatory method of blood pressure measurement [12] 
Since the recognition of Korotkoff sounds is the key point of this method, the 
auscultatory measurement should be operated by trained observers. There is the 
possibility for measurement error due to differences in hearing acuity from observer 
to observer. In older patients with a wide pulse pressure, the Korotkoff sounds may 
become inaudible between systolic and diastolic pressure. In pregnant women, 
patients with arteriovenous fistulas, and aortic insufficiency, the sounds are audible 
even after complete deflation of the cuff [13]. Thus, it is mostly applied for routine 
clinic use and not recommended for home healthcare. 
1.2.2. The oscillometric method 
The oscillometric method uses cuff occlusion and external pressure as the same as 
the auscultatory method. During the graduate cuff deflation, the point of maximal 
oscillation corresponds to the mean intra-arterial pressure (Fig. 1.4). The systolic and 
diastolic pressures are estimated indirectly according to some experienced equations. 
Since no transducer need be placed over the brachial artery in the oscillometric, the 
placement of the oscillometric cuff is not as critical as the auscultatory method. And 
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this method has been successfully automated for self-use at home. 
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Fig. 1.4 The oscillometric method [12] 
However, the main problem with this technique is the oscillation amplitude depends 
on several factors of which blood pressure is only one. The stiffness of the arteries 
influences the oscillation largely. Thus, people with stiff arteries and wide pulse 
pressures the mean arterial pressure may be significantly underestimated [14]. On the 
other hand, dramatic differences of estimated systolic blood pressure between 
devices has been shown, which is caused by using different proprietary algorithms 
[15]. From the aspect of long term monitoring, though it has been used for recording 
intermittent blood pressure in the 24-hour ambulatory monitoring, this method dose 
not work well during physical activities since motion artifact is a considerable noise 
source. 
Besides, the biggest drawback of the oscillometric method, as well as the 
auscultatory method, is the bulkiness and discomfort of the inflatable cuff. The air 
pump limits the minimization of equipment while the repeating occlusion of arteries 
disturbs the normal routine of users, especially in mobile or sleeping environment. It 
can be predict that methods with inflatable cuffs are not promising ways for long 
term and continuous blood pressure monitoring. 
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1.2.3. The tonometric method 
The tonometry method of arterial BP measurement is first developed by Pressman 
and Newgard in 1961 [16]. The principle of this technique is that when an artery is 
partially compressed or splinted against a bone, the pulsations are proportional to the 
internal pressure [13]. The pulsation signal of arteries is usually detected at the wrist 
by a pressure transducer or transducer array which needs to be positioned directly 
contacting the skin with a suitable pressure. The absolute signal values are mainly 
depended on the angle and location of sensors so that tonometry only provides the 
pressure waveform. Individual calibration, such as the cuff techniques mentioned 
above, is necessary for each time of sensor replacement in order to gain the estimated 
pressures [17]. 
Compared to auscultatory and oscillometric methods, the tonometry has innovated a 
new way to get continuous blood pressure continuously non-invasively other than 
intermittent values. However, too sensitive to motion artifact and lack of efficient 
calibration methods have bounded its further application. Studies of Smulyan et al. 
have shown that, even in the quiet and resting state, there are still large scatters 
between the estimated aortic pressure by tonometry and the true values recorded 
from aortic catheterization [18]. Moreover, the cost of the tonometric pressure 
sensors is still expensive until now. Thus, this technique is far from 
commercialization for a wide application. 
1.2.4. The volume-clamp method 
In the volume-clamp method, the arterial pulsation in a finger is detected by a 
photoplethysmography under an inflatable cuff. The output of the 
photoplethysmography is feeding back rapidly to adjust the cuff pressure in order to 
keep no pulsation on the arterial wall, i.e. "unloaded arterial wall" [19]. In this 
"balanced" situation, the transmural pressure of the arterial wall is supposed to be 
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zero so that the external pressure can represent the internal arterial pressure. Thus, 
this method can assess the arterial blood pressure and its short-term changes by 
tracking the accurate pressure of the finger cuff. It is a great innovation in the area of 
continuous and non-invasive blood pressure monitoring. 
However, the pressure wave tracked by finger cuff may be different from central 
intra-arterial pressure wave both in shape and magnitude [20]. This unloading 
technique cannot discriminate pressure changes caused by variation of peripheral 
vascular tone [21]. In addition, a constant and continuous external pressure on the 
skin surface will cause hemodynamic and reflex vascular changes [22] so that the 
volume-clamp method only gives estimation of pressure variation but will under- or 
over-estimate the central blood pressure when compared with the traditional 
measurement results. That is to say, it is relative inaccurate for measuring absolute 
levels of blood pressure [13]. 
On the other hand, sensitive pressure sensors and a rapid feedback system are 
required in use of this method while inflatable cuffs are still necessary for 
measurement and calibration. Due to these requirements, the equipments of 
volume-clamp method are high in price and bulky in size, which has restricted its 
clinical application. 
1.3. Blood pressure estimation based on pulse arrival time 
According to the introduction in Section 1.2，it is the current situation that none of 
the existing technologies are fully satisfied the demand of a long term and continuous 
BP monitoring. An ideal technique for this purpose should satisfy that: 1) it can 
monitor blood pressure non-invasively and continuously; 2) no inflatable cuff is 
included and the equipment is small, light and comfortable; 3) the cost is low as well 
as the method is simple to be operated, especially for home healthcare. 
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The method of blood pressure estimation based on pulse arrival time (PAT) has been 
shown its great potential to fulfill all these requirements above. PAT, the main 
parameter used in PAT-BP estimation, describes the time that pressure pulses transits 
from their generation by left ventricular to their arrival to a peripheral site. According 
to the hemodynamic theories, the propagation properties of pressure pulsation are 
largely decided by the inter-arterial pressure. There is a high correlation between BP 
and PAT, and the PAT is sensitive to beat-to-beat BP variations [23]-[26]. Meanwhile, 
because pulses in different locations of cardiovascular system can be continuously 
detected by external transducers such as electrocardiogram (ECG) electrodes and 
photoplethysmogram (PPG) sensors, the blood pressure can be estimated beat by 
beat without cuffs. Moreover, both kinds of these transducers are small, light and 
easily implemented so that the size and weight of devices can be minimized. 
Therefore, the idea is attractive to develop a small-size, continuous and cuffless BP 
monitoring device based on PAT measurement. 
However, the quasi-linear relationship between BP and PAT largely depends on the 
individual and external conditions so that how to calibrate the estimation equation for 
a specific subject becomes a main challenge. 
Up to now, the cuff-based individual calibration [27] [28] is the most widely accepted 
calibration method for PAT-BP estimation but using BP readings from auscultatory 
or oscillometric method conflicts the objective of cuffless measurement. Cuffless 
calibration methods, for example the calibration based on hydrostatic pressure [29] 
and the machine learning calibration by a group of subjects [30], suffer from one or 
more drawbacks such as too complicated operation conditions, lacking of theoretical 
explanation, and low estimation accuracy. In a word, though different kinds of 
methods have been proposed for improving efficiency and accuracy, the investigation 
of cuffless approaches of PAT-BP calibration and estimation is far from ending yet. 
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1.4. Objectives and structures of this thesis 
i Moens-Korteweg | 
i equation i 
I i ~ i 
1 � ramwen-Hiirs Hardy's V-P j 
i model relationship i 
i 1 I I i 
Experiences from i * i 
existing calibration i A simplified theoretical | 
methods 1 PAT-BP formula i ��� — - … - - " " - � ^ 
cuffless PAT-�P , An alternative 
calibration method cuff-based calibration 
� 1 _ _ r � 1 
1 J Wearable i , Experiments on young subjects Experiments on 
i PM n system | ~ | [ in sitting position young and aged subjects 
i measurement - i | in supine position 
I techniques Contactless J Experiments on young subjects 
i system � in supine position 
Fig. 1.5 Structures of the whole study in this thesis 
The purpose of this thesis is to investigate the cuffless calibration and estimation 
methods for continuous arterial blood pressure monitoring based on pulse arrival 
time. Fig. 1.5 gives an overview of structures of the whole study in this thesis. This 
thesis is mainly divided into six chapters: 
Chapter 1 gives a brief introduction of the importance of long term and continuous 
blood pressure monitoring and reviews the current development status of 
non-invasive blood pressure measurement methods. 
The hemodynamic principle of pressure pulse propagating along arterial walls is 
explained in Chapter 2, which is the theoretical foundation of PAT-BP estimation. A 
simplified PAT-BP formula will be given upon a detailed deduction from the 
Moens-Korteweg equation, Bramwell-Hill's model and Hardy's volume-pressure 
(V-P) relationship. 
Chapter 3 discusses how to implement the PAT-BP estimation for practical 
application, and mainly focuses on the comparison of several calibration methods for 
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the estimation. A new cuffless calibration approach will be proposed based on both 
the theoretical formula and the practical experiences from the existing methods. 
Chapter 4 tests the proposed calibration method on a young and healthy group of 35 
subjects. This new method is successful during the experiments conducted in sitting 
position but is not so efficient in supine position. In addition, both wearable and 
contactless systems designed for PAT measurement are introduced and evaluated by 
experiments in Chapter 4. 
Further investigation of this problem is given in Chapter 5 with experiments applied 
on 20 young subjects and 20 aged subjects. An alternative cuff-based calibration is 
offered for supine position in Chapter 5. 
Finally, conclusion of this thesis has been given in Chapter 6. 
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2. Hemodynamic models: relationship between 
PAT and BP 
2.1. The generation of arterial pulsation 
In each heart period, the left ventricular contracts and the aorta valves open so that 
the blood flow is pushed into aorta making the elastic aortic wall expand (Fig. 2.1). 
Then the left ventricular widens, the aorta valves close, and the blood flow travels 
forward by the passive contraction of aorta (Fig. 2.2). After passing the capillaries, 
the veins, and the pulmonary circulation, blood returns to the left ventricular starting 
a new systemic circulation. These procedures repeat time and time again so that the 
expansion and contraction of aorta are periodically continued. 
Left ventricular systole 
y < - -
Arterial wall expansion 
^ 嫌編籍 丫 mm mm tHm -
I Aorta v a l v e ^ - ^ ^ - i ^ - ^ \ 
open ^ p i l l a 少 
^ ^ vein ^ 
Fig. 2.1 Left ventricular systole 
f . . . / . J - � - � � � P u l s e tran ition 
\ \ / A Blood flow • 
I close ‘ ^p i i l a r l 
V ^ ： 
^ vein ^ ^ 
Fig. 2.2 Left ventricular diastole 
-14-
Corresponded to the movement of aorta, fluctuation along arterial walls has been 
generated. This fluctuation is one kind of solid material vibrations, transiting as a 
pressure wave with power. Though the original power generating the pressure pulses 
is the flowing of the blood, the propagation principles of pressure and flow waves in 
arterial vessels are totally different from each other. It should be noted that, the 
propagation velocity of arterial wall is much faster than it of blood flow. Several 
hemodynamic models have been built up to describe the propagation of arterial 
pressure waves. 
2.2. Pulse wave velocity along the arterial wall 
2.2.1. Moens-Korteweg equation [1][2] 
In 1878, Moens and Korteweg derived a mathematical expression to calculate the 
pressure wave velocity traveling along an elastic tube. It is the most popular model 
for explaining the pulse wave velocity in artery. 
Supposing it is an incompressible inviscid liquid flows in an elastic cylindrical tube, 
every particle of this liquid in the tube is moving parallel to the axis of the tube with 
a constant velocity v. Considering the pressure wave P propagate a distance of dx in 
a time of dt, the pulse velocity c of the pressure wave can be expressed as: 
dx 
c = — . Eq. 2.1 
dt ^ 
The force exerted by the pressure on the end of cylindrical liquid length dx is the 
pressure P multiplied by the cross-sectional area A. Thus, the difference of the force 
between both ends of the liquid is 
dF d{AP) AdP PdA 
——=———-= + . Eq 2 2 
dx dx dx dx 卞 . 
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PdA 
Supposing the displacement of the internal radius of the tube R is small, the is 
dx 
negligible, i.e. 
dF AdP _ TtR^dP 
dx dx dx Eq. 2.3 
Considering the density of l iquidp, the mass of the liquid should hQpTrR^dx. In 
addition, because the axial acceleration of the liquid is — , according to Newton's 
dt 
second low F=ma, there is 
TuR^dP = pJiR^dx • ^ Eq. 2.4 
i.e., 
dP dv 
From the aspect of inflow and outflow of liquid volume, the changes of the volume 
flow Q in the segment of dx can be expressed as 
dV/ InRdRdx/ � d m 
dQ ^ /dt /dt : 27iRdR 
dx — dx Eq‘2-6 
Alternatively, dQ is equal to the flow velocity multiplied the cross-sectional area so 
that 
dQ _ d{vA) ^ KR^dv 
~^二 dx = dx ‘ Eq.2.7 
Combining Eq. 2.6 and Eq. 2.7 together, we can get 
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dR Rdv 
i = i E q . 2 . 8 
On the other hand, the force per unit area that produces the deformation is called the 
stress; the deformation described as the ration of the deformation to its original form. 
According to Hooke's low, within certain limits, strain is proportional to stress. The 
relationship between stress and strain is expressed as an elastic modulus. Supposing 
the elastic modulus of the tube wall is E and the thickness of the wall is h, there is 
p stress RdP R 
E = = 了 Eq. 2.9 
strain h dR 
so that 
dP 
dR=--- — . Eq. 2.10 
h E 
Combining Eq. 2.8 and Eq. 2.10 together, there is 
dP Eh dv 
— = — • — • Eq. 2.11 
dt 2R dx ” 
Differentiating Eq. 2.5 by x and differentiating Eq. 2.11 by t, there are 
d'P d \ 
^ = Eq.2.12 
and 
dip 一 Eh 
I F 二 a ^ t . Eq.2.13 
Thus, pulse wave velocity can be described as: 
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(与2 二 E 2.14 
^dt 2pR 4 
i.e. the Moens-Kerteweg equation: 
c = , ， Eq. 2.15 
where c is the wave velocity, E is Young's modulus, h is the thickness of tube wall, 
p is the density of blood and R is the radius of tube wall. Obviously, the elastic and 
geometric properties of the arterial wall play important roles in determining 
propagation of pressure waves. In the coming sections, the connections between 
elastic properties of arteries and blood pressure will be built up so that the 
propagation time and pressure are finally linked together. 
2.2.2. Bergel wave velocity [1][3] 
The assumptions underlying the Moens-Korteweg equation are that the tube has a 
thin wall (i.e. h/2R is small) and is filled with an ideal incompressible inviscid liquid. 
The value of h/2R is normally less than 0.1 and the bulk modulus of water is between 
10^ and 104 times greater than the elastic modulus of the wall. In large arteries, the 
effect of viscosity is also small, but it will greatly retard the velocity in the smaller 
arteries. 
The errors due to assuming that the wall is thin have been explored by Bergel in 
1960. In a wall of finite thickness, the Poisson's ratio a must be considered. Poisson's 
ratio is the ratio, when a sample object is stretched, of the contraction or transverse 
strain to the extension or axial strain. The Poisson's ratio of a stable, isotropic, linear 
elastic material cannot be less than 一 1.0 nor greater than 0.5 due to the requirement 
that the elastic modulus, the shear modulus and bulk modulus have positive values. 
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Most materials have Poisson's ratio values ranging between 0.0 and 0.5 [4]. The full 
correction equation by Bergel is given as 
^ 1 = / 2 - r ) Eq. 2.16 
where c, is the 'true' derived velocity, r is the ratio h/R�咖.Taking a Poisson ratio of 
0.5, the true derived velocity Ct is 15% higher than calculated velocity c from Eq. 
2.15 even if the wall is thin. An effective simplification of Eq. 2.16 in terms of Eq. 
2.15 is 
Eh 
c , = � ^ . Eq. 2.17 
Compared Eq. 2.17 with Eq. 2.15, only a new parameter, Poisson ratio, is introduced 
into the equation. It is a subject-dependent parameter of material properties, which 
will not be changed with variables we concerned in blood pressure estimation, such 
as pressure, velocity and transit distance. Thus, cr can be treated as a constant and 
the difference between Moens-Korteweg and Bergel equations can be ignored when 
subject calibration is applied. The Moens-Korteweg equation will be the main one in 
the following discussion 
2.3. Relationship between PWV and BP 
Researchers have found that the elasticity of arterial wall is pressure-dependent. 
Hardy and Collins collected the experiment results to create a hypothesis describing 
how the volume of arteries will be changed with the blood pressure. Hughes 
conducted several in-vivo and in-vitro experiments to get an exponential equation 
between blood pressure and Young's modulus directly. Upon these empirical 
formulas and the hemodynamic deduction above, the relationship between PWV and 
blood pressure is established. 
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2.3.1. Bramwell-Hill's model [5] 
According to Bramwell-Hill's derivation, a small rise dP in pressure may shown to 
cause a small increase in radius as in Eq. 2.10, or a small increase in volume 厂 per 
length dx, i.e. 
V = 7rR^dx Eq. 2.18 
… j … i T i R ^ d x d P 
dV = 27tRdR. dx = Eq. 2.19 
Eh ^ 
V Eh 
——= Eq. 2.20 
dV IR-dP 4 
Thus, the Eq. 2.15 and Eq. 2.16 can be respectively expressed in terms of Eq. 2.20 as 
IVdP 
c 如 . Eq.2.21 
The equation Eq. 2.21 suggests that PWV is decided by the volume of the artery and 
the changes of volume with the variation of blood pressure. If the relationship 
between arterial volume and pressure can be verified, the PWV-BP relationship can 
be uncovered. 
2.3.2. Volume-pressure relationship [6] 
Hardy and Collins established an empirical exponential equation to describe the 
dependence of blood volume on the blood pressure for circulatory elements. Basing 
on the physiological limits that increasing pressure within a vessel leads to increasing 
dV 
vessel stiffness, the —— tends to zero as P increases. One preferable mathematical 
dP 
representation of this condition can be: 
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= Eq. 2.22 
where A： is a constant, have dimensions of compliance, characterizing the elastic 
property of the vessel wall and surrounding tissue while V^ is a limiting value of the 
vessel volume. According to this differential equation, a simplified pressure-volume 
formula can be obtained by integration as 
1 V -V 
P = P.——In^——， Eq 2 23 
where Po and VQ are a pair of pressure-volume values at ah arbitrary point. This 
equation can be rearranged into the following form: 
V 二 R’„(L-K,KP) E q . 2 . 2 4 
where 
= Eq. 2.25 
m 
Substituting Eq. 2.22 and Eq. 2.25 into Eq. 2.21，there is 
2 V 1 1 , 1 kP 
c = = 一(一e - 1 ) Ea 2 26 
and 
P = j\n[K,{c'pk + \)]. Eq. 2.27 




where P is the blood pressure, c is the wave velocity, p is the density of blood, k and 
KQ are the main parameters of vessel properties determining how fast c will be 
changed with P. 
2.3.3. Hughes' model [1][7] 
In 1979，Hughes et al showed that the modulus of elasticity E of the aorta increases 
exponentially with increasing intravascular pressure P. According to in-vitro and 
in-vivo experimental results, an empirical formula was achieved, i.e. 
E = E 广 Eq. 2.29 
where EG is the zero-pressure modulus and is a constant, both of which depend on 
the site of measurement and upon the particular animal. 




n 1 1 f 2J^p 2] 
P = -ln . Eq. 2.31 
It is clear that pulse wave velocity c increases exponentially with the increase of 
arterial pressure P and EQ, R and h are the parameters determine how fast it will be. 
In spite of the difference between specific values of coefficients in Eq. 2.28 and Eq. 
22 
2.31，both Bramwell-Hill and Hughes' equations have described a logarithmic 
relationship between PWV and BP. Since only two extra parameters are introduced in 
Bramwell-Hill equation while three in Hughes' equation, the Bramwell-Hill model is 
preferred to be used in this thesis. 
2.4. The theoretical expression of PAT-BP relationship 
The time from ventricular contraction to pulses' arrival at a peripheral site is called 
pulse arrival time (PAT), which consists of two parts: the left ventricular pre-ejection 
period (PEP) and pulse transit time (PTT). PEP is the time interval from ventricular 
contraction until aorta valves opening with blood ejection. PTT is the time a pressure 
pulse propagating from aortic wall to a specific peripheral artery. Supposing the 
length of pressure wave propagation along the artery is L, the PWV can be expressed 
by PAT as 
P 評=c 去 E q . 2 . 3 2 
Substituting Eq. 2.32 into Eq. 2.28, the relationship between pulse arrival time and 
blood pressure is 
BP =丄 ln[(——-——fK^pk] 
k PAT-PEP 0 " � 
, Eq. 2.33 
\n{PA T) + — ln(L' pkK,) 
k k 
where BP is the blood pressure, PAT is the pulse arrival time, L is the pulse transit 
distance, p is the density of blood, A: is a constant with dimensions of compliance and 
Ko is a constant derived from boundary condition. The effect of PEP is neglected by 
supposing it is an individual constant. 
The main assumptions underlying Eq. 2.33 are : 1) the artery is an elastic cylindrical 
tube with thin wall filled with incompressible inviscid fluid; 2) the externally applied 
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pressure to arteries and the hydrostatic pressure are negligible; 3) and the blood 
pressure is positive[8]. The assumption 1 and 3 are quite reasonable and assumption 
2 can be controlled by proper design of measurement protocol. Several other 
approximations are also applied during equation deduction. According to the 
experiment results in this thesis and other literatures, negative effects caused by these 
approximations are not obvious in general. 
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3. Estimation and calibration of arterial BP 
based on PAT 
Though the theoretical PAT-BP relationship can be established as the description in 
Chapter 2，there are more details should be considered for practical application. This 
chapter will discuss how to implement PAT-BP estimation by ECG and PPG signal 
and how to improve the estimation accuracy in practice. 
3.1. PAT measurement 
As mentioned in Section 1.3，the most common method of PAT calculation is based 
on the measurement of electrocardiogram (ECG) and photoplethysmogram (PPG): 
3.1.1. Principle of ECG measurement 
The ECG signal records the electrical activity of cardiac muscles. In each period of 
ECG signal, the largest peak, i.e. R wave, represents the muscle activity conducting 
ventricular contraction, which kind of activities represents the start of blood pressure 
pulse generation. 
In traditional measurement the ECG electrodes have to contact the skin of the limbs 
and chest wall directly [1]. The 12-lead ECG is the typical configuration of the ECG 
equipment, which can give a detailed cardiac electrical activity by ten electrodes 
placed as the following table [2] (Table 3.1). However, for the use of PAT 
measurement, the main ECG characteristic we interest in is and only is the R-peak. 
Thus even one lead can give the sufficient information. In experiments of this thesis, 
only the lead I ECG, i.e. the signal between the right arm and the left arm, was 
acquired by self-designed contact electrodes. 
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In addition, for the purpose of equipment mobilization and meeting the requirement 
of home healthcare, wearable and contactless measurements of ECG have been 
developed with the invention of electronic textile, where users are not required to put 
on any electrodes. These innovative techniques will be tested and evaluated in 
experiments of this thesis. 
Table 3.1 Placement of ECG electrodes [2] 
ELECTRODE LABEL ELECTRODE PLACEMENT 
RA On the right arm, avoiding bony prominences 
LA In the same location that RA was placed, but on the left arm this time. 
LL On the left leg, avoiding bony prominences. 
V1 In the fourth intercostal spaceto the right of the sternum. 
V2 In the fourth intercostal space to the left of the sternum. 
V3 Between leads V2 and V4. 
V4 In the fifth intercostal space in the midclavicular line. 
V5 Horizontally even with V4, but in the anterior axillary line. 
V6 Horizontally even with V4 and V5 in the midaxillary line. 
3.1.2. Principle of PPG measurement 
PPG measures the volumetric changes in the blood vessels of the skin so that the 
pulsations in peripheral arteries can be detected. The principle of this measurement is 
based on the non-invasive detection of the intensity of light transmitted through, or 
reflected back from, a vascular tissue under the skin [4]. Once a certain skin is 
illuminated by a light source, less light will reach the light-detection sensor when the 
blood volume increases and more light does when it decreases. 
The pairs of LED and photodiode are usually designed as PPG sensors. For the 
peripheral area of the human body which is thin enough to let the light transmit 
though, such as the fingers, toes, or earlobe, the transmission mode of PPG 
measurement can be used, i.e. the LED illuminates the tissue on one side and 
photodiode received the transmitted light on the other side. However, for central 
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areas such as the wrist or back, too thick for light transmission, only the reflection 
mode can be applied (Fig. 3.1). 
LED light source = 。 ， 丨 d e t e c t o r 
(Reflection mode) 
epidermis 〈 资 严产/ I pigmentation 
dermi s b x 八 ^ : s ； 
Photodiode light detector 
(Transmission mode) 
Fig. 3.1 Transmission and Reflection modes of PPG detection (graph revised from [3]) 
The signal detected from any site on the skin by PPG all consists of two components. 
As shown in Fig. 3.2 they are: a steady component (DC), which is related to the 
changes of blood volume in the non pulsatile component of the tissue, and a pulsatile 
component (AC), which is related to changing arterial blood volume [5]. Though it is 
relatively much smaller than the DC component, the AC component, which is mostly 
dependent on the pulsatile arterial blood volume, is the target signal for PAT 
calculation. In experiments of this thesis, the DC component of PPG will be excluded 
in advance while the AC part is amplified. 
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W Absorption due to pulsable arterial blood (AC) 
Absorption due to 
non-pulsable arterial blood (DC) : 
Absorption due to 
— 。 。 d ( D C ) : 
Absorption due to 
Time 
Fig. 3.2 The components of PPG signal [6]' 
Similar as the invention of contactless ECG measurement, contactless PPG 
measurement sensors have been designed in order to satisfy the requirement for 
wider application. Since the hardware design is not the main part of this thesis, 
further information about the design of wearable and contactless systems will be 
briefly introduced with experiment description while more attentions will be paid on 
testing and evaluating the efficiency of these systems. 
3.1.3. Calculation of PAT 
ECG and PPG signals represent the activities of both the heart and the peripheral 
arteries. The pulse arrival time can be decided by these two signals which are 
simultaneously recorded. As shown in Fig. 3.3, PAT can be defined as the time 
interval from ECG R-wave peak to the on-set point, also called the foot point, of the 
PPG wave during the same cardiac cycle. Sometimes, the peak of first derivative 
wave of PPG is substituted the on-set point because of the identification difficulty of 
on-set point. 
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PAT广 
PPG signal 1 st derivative 
^ peak 
Fig. 3.3 The measurement of PAT by ECG and PPG signals 
Moreover, the combination of ECG and PPG is not the only way for PAT 
measurement, while there are some other methods, such as by phonocardiogram, 
ultrasound, tonometry, and so on. However, according to the description mentioned 
above, the PAT measurement by ECG and PPG not only has the similar accuracy as 
those other methods, but also: 1) needs only simple electrical and optical sensors; 2) 
is much easier to be operated by any un-trained person; 3) and has a low cost for 
system design. Thus, it is treated as a better choice in this thesis. 
3.2. Calibration methods for PAT-BP estimation 
In Chapter 2, a simplified PAT-BP theoretical equation has been deduced as: 
B P ^ - h x i { P A T ) ^ \ \ x i j } p k K , ) Eq. 2.33 
k k ^ 
where p is the density of blood, L is the distance travelled by the pulse, A： is a constant 
with dimensions of compliance and KQ is a constant derived from boundary condition. 
All these four parameters should be determined in advance of making PAT-BP 
estimation. Nevertheless p could be considered as a constant equal to 1055 kg/m^ [8] 
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and the distance of pulse transition can be roughly measured, the values of k and KQ 
are still difficult to be evaluated directly by non-invasive method. Therefore, how to 
calibrate these coefficients in PAT-BP equation is the key problem for the cuffless 
and continuous BP estimation by PAT. 
Moreover, it should be mentioned that the SBP has a much larger dynamic range than 
MBP and DBP such that there are more difficulties for SBP estimation. In most of 
existing researches, rarely SBP estimation results have been reported to fully meet 
the standard requirements of the Association for the Advancement of Medical 
Instrumentation (AAMI), i.e. the mean and standard deviation of measurement errors 
are within 5士8 mmHg and 85 subjects are included in the evaludation. Thus, the 
main blood pressure parameter preferring to be discussed in this thesis is the SBP. 
3.2.1. Calibration based on cuff BP readings 
Based on the physiological limitation, it is indicated by Eq. 2.22 and Eq. 2.25 that k 
and Ko should be non-negative numbers. Thus, Eq. 2.33 could be further simplified 
as 
Eq. 3.1 
where A<0, that is to say, there is a negative correlation between PAT and BP. This 
negative correlation has been widely reported [9]-[13]. Moreover, in the normal 
physiological range the PAT-BP logarithmic function is quasi-linear by neglecting the 
slight changes of the slope so that other linear or quasi-linear formulas can be used as 
A A 
approximate equations, such SLSBP = A-PAT + B,BP = + B, BP = + B 
PAT PAT' 
and so on. 
The cuff-based individual calibration considers the coefficients A and B in those 
simplified equations as individual-dependent variables so that each subject has fixed 
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A and B. The BP readings from auscultatory or oscillometric method are used to 
calculate them. 
In C. Poon's study [14], they considered one of the two coefficients as a function of 
the other coefficient and used only one cuff BP reading for each subject to do the 
calibration. Their technique was tested on a total of 85 subjects, aged 57士29 yrs., 
including 36 males and 39 hypertensives, over an average period of 6.4 weeks. The 
reference SBP range was 122士21mmHg while the estimation error was 0.6士9.8 
mmHg. 
In M. Wong's work [15], they gained individual coefficients by least-squares 
regression in the first experiment and then test the repeatability of these coefficients 
in the subsequent experiment carried out half year later. 14 healthy subjects aged 
26士4 years (from 21 to 34 years) and included six males participated in the 
repeatability test including physiological state changes by exercise. The estimation 
result was 1.4士 10.2 mmHg with a SBP range of 103.0±11.3 mmHg. 
Up to now, the Cuff-based individual calibration is the earliest invented and most 
widely accepted calibration method for PAT-BP estimation. However, the model 
used in this method is over-simplified. For instance, the coefficients A and B are not 
only subject-dependent but also time-varied with the changes of physiological 
conditions and external environment. Moreover, the introducing of inflatable cuffs 
for calibration procedure conflicts with the demand of cuffless measurement, lacking 
the portability and convenience of its application. 
3.2.2. Calibration by hydrostatic pressure changes 
In order to derive a simple procedure for estimating individualized coefficients 
without inflatable cuffs, a mode-based method under the effects of hydrostatic 
pressure due to hand elevation was proposed by two different groups [16] [17]. Based 
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on the Bramwell-Hill's model (Eq. 2.21)，when subjects are asked to elevate their 
hands, the transmural pressure P is equal to the internal blood pressure (P,) at the 
horizontal level of the heart plus a hydrostatic pressure (P/,), i.e. 
+户 J . ” 
c = Eq. 3.2 
i pdV 4 
In a similar way, the hydrostatic pressure should be considered in the 
volume-pressure relationship. The empirical volume-pressure equation described in 
[16] was used and substituted into the above formula. After a few calculations, there 
are [17]: 
I 〜" ；二 0 
_ + 
户 I L 1 -P丨,)]+ cxp{-bP„) - ) , ‘ 
. In 1 ；h^O 
where p is the density of blood, L is the distance traveled by the pulse, 6 is a 
subject-dependent coefficient characterizing the artery properties, and the hydrostatic 
pressure Ph=pgh. PTT is a function oih for a pair of subject-dependent coefficients 
{L, b) at a specific initial internal BP. If the short-time variation of internal BP at a 
stable physiological state is negligible, the coefficient b can be calibrated by hand 
elevation. Thus, BP can be estimated by P r r while h=0 [17]: 
万户二 ; ^ I n (薪 - 1 ) . Eq. 3.4 
The hydrostatic calibration is the one most approximated to the hemodynamic 
models. Theoretically, the method can achieve a precise calibration of PTT-BP 
equation without use any cuff BP readings. However, how to excluding PEP from 
PTT measurement is not properly solved yet till now, and PAT is actually the 
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substitute parameter used in real calculations. In addition, more inaccuracy will be 
introduced by the rough measurement of L and h. Thus, the hydrostatic approach 
should be conducted under well-controlled conditions. 
Following the principle of hydrostatic theory, D. McCombie et al. invented a motion 
based adaptive calibration for PTT-BP estimation [18]. During the calibration stage, 
subjects were asked to move their hands following the instruction of operators, while 
the correspond variations of PTT, height of hands, and external pressure were 
monitored by two PPG sensor pairs, accelerometer and contact pressure sensor 
respectively. The required coefficients were calculated based on those dynamic data 
and the BPs were estimated when subjects' hands topped movement and brought to a 
rest on a table. Eight subjects participated in their experiment and the estimation 
error for mean blood pressure (MBP) was 1.3士7.1 mmHg while the range of MBP 
was 92.5±9.6 mmHg. 
3.2.3. Calibration by multiple regression 
In spite of model-based individual calibration, researchers have tried another way to 
find the possibility of fixing coefficients in group. Research studies have found that 
height, leg length, age and gender are associated with BP [19] [20]. Therefore some 
researchers attempted to use these physiological parameters which might affect BP 
values to make up the difference among the PAT-BP estimation of different subjects. 
Their selection of parameters was mainly based on the statistical correlation analysis. 
E. Park et al., proposed a regression model as [21] 
SBP 二 8 5 . 8 6 2 - \ \ 9 2 1 P A T + 0.259weight + 0A39arm — length , Eq. 3.5 
where the units of PAT, weight and arm length were ms, kg and cm respectively. The 
constants in the equation were achieved from a multiple linear regression with a pool 
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of 35 subjects. Testing on another 10 unspecific subjects who were not included in 
the regression pool, they got the estimation errors within 5.8土4.2 mmHg. J. Kim et al. 
have done a similar research to adjust PAT-BP estimation by weight and arm length 
except using an algorithm of artificial neural network instead of the multiple linear 
regressions [22]. 
The main drawback of group calibration with regression is the lack of the support of 
theoretical model. The explanation how general physiological parameters, for 
example the weight, influent pulse wave propagation is weak so that the accuracy of 
estimation might be gained by chance. 
3.3. Model-based calibration with PPG waveform 
parameters 
According to the review in Section 3.2, it indicates that as a more efficient 
calibration: 1) the method should be supported by theoretical evidence; 2) its 
procedures should be easily operated and controlled; 3) the inflatable cuffs had better 
not be included. Thus, based on the theoretical models in Chapter 2 and the practical 
experience in Chapter 3, a new model-based calibration method using parameters 
from PPG waveform has been proposed in this thesis. 
3.3.1. Model-based equation with parameters from PPG waveform 
Eq. 2.33 can be rewritten as 
BP = -j\n{PAT) + | l n ( L ) + + • Eq. 3.6 
k k k k 
If the PPG sensor detects peripheral pulses from finger or wrist, then the pulse transit 
distance will be correlated with the arm length (This may be a reasonable explanation 
of the results of Section 3.2.3 why arm length can improve the PAT-BP estimation). 
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Moreover, according to Hardy's experiments [23], differences of k among different 
human beings are relatively much smaller than differences of KQ. If supposing as a 
quasi-constant parameter for a group of subjects, then the SBP can be expressed with 
3 variables and 4 constants: 
SBP = C3 \n{PAT) + C2 Harm_length) + 丄In(火。）+ C�， Eq. 3.7 
k 
where C3, C2, Co are group constants and C2>C3 ( because the arm length always 
smaller than the real transit distance along arteries). Thus, the rest problem is how to 
evaluate Kg. 
With constant k, K() mainly depends on the limiting value of the vessel volume V^ as 
in Eq. 2.25. A larger VM corresponds with a larger KQ. The expansion limitation of the 
vessel tube, i.e. values of Vm, depends on the elastic properties of vessel all. It's not 
only subject-dependent, for example correlated with age, but also sensitive to 
changes of emotions, physical exercise and drug injection. Studies have shown that 
the shape of detected PPG waveform is affected by the hemodynamic properties of 
the vasculature including arterial elasticity [24][25][26][27][28]. Therefore, the PPG 
waveform might convey information related to KQ. If this "unknown" parameter from 
PPG is named X, Eq. 3.7 can be expressed as 
SBP 二 6*3 \niPAT) + C, \n{arm_length) + C,X + C,, Eq. 3.8 
where C3�Co are all group constants, and the item “ C ^ T is used to substitute 
. The form of “ Q X ’ is determined by whether the PPG waveform 
k 
parameter X is determined by KQ or the whole item o f - l n ( ^ o ) . Therefore, “QJT 
k 
and “ Ci ” are both possible forms. 
C3�Co are calibrated by group regression method. The Eq. 3.8 will be trained by a 
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group of subjects at first and then be tested on another group with no overlap, of 
which the procedures are much similar with the method in Section 3.2.3. If it would 
like to be used as an individual approach, the items of C^ \x\{arm_lengtK) and C � 
merged together as an individual constant, i.e. 
SBP = D: HPAT) + D,X + D,, E q . 3 .9 
where D2�Do are individual constant. As assuming k is generally constant in Eq. 3.6, 
D2 and DI can be set as group constants while D() should be calculated by one cuff 
reading. 
3.3.2. Selection of parameters from PPG waveform 
The contour analysis of the photoplethysmography has been discussed for couples of 
years. Amongst dozen kinds of different definitions of PPG waveform parameters, 
those related to PPG rising time and dicrotic notch are the mostly reported to 
represent the arterial stiffness or elasticity of vessels. The PPG rising time is the time 
from the foot point to the peak of a PPG wave while the dicrotic notch is the acute 
drop between the highest Peak (main Peak) and the secondary peak. 
In Zahedi's work, the rising time was a function of age according to both the 
experimental results and a modified Windkessel model [29]. The time interval 
between the secondary peak and the main Peak is found to be correlated with age 
and/or vascular diseases [30] and the position of the dicrotic notch is found to vary 
with physiological changes during exercise [31]. In my previous work [32], it has 
been attempted to use the amplitude ratio of the secondary peak to the main peak 
(RAS) to improve the one-cuff calibration of PAT-BP estimation. By using the RAS 
to represent the changes with exercise (as shown in Fig. 3.4), the estimation errors 
have been reduced roughly 3 mmHg. However, the main problem of parameters from 
dicrotic notch is that, sometimes the identification of dicrotic notch is quite difficult, 
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especially for aged subjects. For example, the PPG segment in Fig. 3.3 is acquired 
from a 65-year-old subject and its falling part from the main Peak is straight with no 
obviously notch. 
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Before exercise 5 min, after exercise 20 min. after exercise 
RAS=b/a=0.65 RAS=0.36 RAS=0.51 
Fig. 3.4 changes of PPG dicrotic notch/secondary peak in different phases 
(before exercise, 5 min. after exercise and 20 min. after exercise) 
In order to overcome the drawbacks of dicrotic notch, a new alternative parameter, 
Zero Crossing (ZX), has been proposed in this thesis. ZX derived from the waveform 
of PPG was used to represent the physiological condition of arteries. As indicated in 
Fig. 3.5, ZX is the number of zero points of the secondary derivative of PPG wave 
during the falling time of PPG in one heart cycle. According to the theory of convex 
optimization, whether negative or positive the second derivative of a function is will 
represent its convexity [33] so that the increase in ZX indicates that the fluctuation of 
the PPG signal is larger with more switches between convex and concave. Thus, ZX 
shows the reflection fluctuation property of arterial wall. Moreover, similar to the 
properties of dicrotic notch, ZX are also sensitively changed with physiological state 
variations, such as those caused by exercise (Fig. 3.6). This parameter was first 
defined by me in [34]. It is hoped that ZX be applied as the "unknown" PPG 
parameterXin Eq. 3.8. 
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Fig. 3.6 Variation of ZX in different physiological states: (a) rest; (b) after exercise. 
Besides ZX, there are more PPG waveform parameters considered in this thesis. 
These parameters can be divided into three groups: 
(1) Time parameters: 
MaxP - time from the foot point to maximum of PPG wave; 
L20 — time width of 20% of PPG wave amplitude; 
L40 - time width of 40% of PPG wave amplitude; 
L60 - time width of 60% of PPG wave amplitude; 
L80 - time width of 80% of PPG wave amplitude; 
DfrontP - time from PPG foot point to the derivative wave maximum; 
DbackP - time from PPG foot point to the derivative wave minimum; 
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(2) Amplitude parameters: 
MaxV - amplitude of maximum of PPG wave; 
DfrontV - amplitude of PPG wave at the derivative maximum point; 
DbackV - amplitude of PPG wave at the V^  derivative minimum point; 
ZX - the number of zero points of the 2"'' derivative wave during the falling 
time of PPG wave; 
(3) Area parameters: 
Hrate - ratio of the area above O.SxMaxV to the area below 0.5xMaxV; 
Vrate - ratio of the area in front of MaxP to the area after MaxP; 
2ndD—area — the absolute area under the normalized derivative wave. 
Fig. 3.7 describes these possible waveform parameters of PPG. All these parameters 
will be tested which one can bring improvement to PAT-BP estimation as the 
parameter “X” in Eq. 3.8 or Eq. 3.9. 
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Fig. 3.7 Definition of PPG waveform parameters: 
a) at AC wave; (b) at derivative wave; (c) at 2"。derivative wave. 
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4. Cuffless calibration approach using PPG 
waveform parameter for PAT-BP estimation 
4.1. Introduction 
In order to evaluate the efficiency of the estimation equation Eq.3.8 in chapter 3， 
three experiments were conducted on a total number of 35 subjects covering a period 
of more than a half year. 
4.2. Experiment I: young group in sitting position including 
rest and after exercise states 
12 healthy subjects, including 6 males and 6 females, aged 23-30 years, participated 
in Experiment I. The experiment was conducted in May 2008. 
4.2.1. Experiment protocol 
Self-designed acquisition equipment was used to collect ECG and PPG 
simultaneously from finger tips of the subjects. Both kinds of signals were recorded 
for 45s in each trial at sampling rate of 1 kHz with the DATAQ instrument WINDAQ. 
An experienced nurse was invited to measure BP using a mercury 
sphygmomanometer by the auscultative method. An automatic BP machine 
(OMRON, Model HEM-907, Japan) was connected to the mercury 
sphygmomanometer with a Y-tube such that BP references can be obtained 
simultaneously by the nurse and from the oscillometric device. Exercises were 
implemented on a treadmill (Precor, Model C956, USA). 
Each subject was asked to sit in a comfortable position on a chair and rest for 3 
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minutes while the operator measured the arm length of the subject from his/her 
scapula to index finger by a measuring tape. Reference BP was then measured every 
2 minutes for four times. Between two cuff readings, ECG and PPG were recorded 
for 45 seconds. Subjects were then instructed to run on the treadmill (Precor, Model 
C956, USA) at 8 km/h for 3 minutes. After running, another four sets of BP readings 
and 3 sets of signal recordings were obtained. 
4.2.2. Data Analysis 
Since one dataset of a subject recorded before exercise was missing due to technical 
failure, a total of 71 datasets were collected from this experiment. Each dataset 
consisted of the averaged PAT measured from 45 seconds of ECG and PPG and the 
averaged BP of four cuff readings, two auscultative and two oscillometric readings 
measured before and after the signal recording, as the reference. 
The recorded signals were analyzed offline using MATLAB 7.0.1. In order to 
calculate PAT and characteristic parameters from PPG waveform, some 
characteristic points on PPG and ECG signals should be recognized in previous. 
The ECG signal was filtered by a band-pass linear phase filter using Hamming 
window of 400 orders (cut-off frequency is from 0.5 Hz to 50 Hz) in previous. The 
first derivative of filtered ECG was calculated, of which peaks in each heart cycle 
was located by an automatic threshold. According to these first derivative peaks, the 
R-peaks of raw ECG signals were searched as the maximum amplitude within 50ms 
of each first derivative peak. This algorithm can still recognize R-peak when the base 
line of ECG is fluctuant (Fig. 4.1). 
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Fig. 4.1 An example R-peak detection of fluctuant ECG: top is the filtered first derivative ECG; 
middle is raw ECG with R-peak recognition; bottom is the first ten beats of the upper ECG. 
The PPG signals were filtered by a linear filter using Hamming window of 400 
orders (cut-off frequency is from 0.5 Hz to 20 Hz), as in Fig. 4.2. According to the 
position of R-peaks of simultaneous ECG, PPG signals were segmented. The PPG 
peak is defined as the point with the maximum amplitude in one heart cycle as well 
the first derivative point is the point of maximum of derivative signal. The on-set 
point, which is also called the foot point of PPG, is defined as the lowest point 
around the crossing of the raw PPG waveform and the extension line of PPG peak 
and first derivative peak (Fig. 4.3). Then, the PPG signal was differentiated twice to 
get its second derivative waves and the point across the zero line was counted. 
Based on all these characteristic points for both ECG and PPG, PAT and every PPG 
waveform parameters are calculated as their definition in Section 3.3.2. 
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Fig. 4.3 PPG peak, Derivative peak and foot point detection 
4.2.3. Experiment results 
Individual correlation between SBP, PAT and ZX: As shown in Table 4.1，the mean 
correlation of all subjects was -0.955 between PAT and SBP and -0.841 between ZX 
and SBP. However, the global correlations were not as high as the individual ones, 
global correlations of SBP-PAT and SBP-ZX were -0.563 and 0.600 respectively. 
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Table 4.1 Correlation of PAT and ZX with SBP 
Subject ^ ZX 
aOl -0.964 -0.836 
a02 -0.902 -0.680 
a03 -0.977 -0.750 
“ a04 -0.993 -0.887 — 
a05 -0.912 -0.943 
a06 -0.996 -0.940 
a07 -0.936 -0.885 
a08 -0.934 -0.866 
^ -0.977 -0.940 
^ -0.909 -0.947 
a l l -0.994 -0.946 
a l 2 -0.972 -0.471 
Mean -0.955 -0.841 
Global -0.563 -0.600 
Group regression results: The standard deviation (SD) of SBP of the 12 subjects was 
17.0 mmHg. If we set C2 and C/ in Eq. 3.8 to zero, the root-mean-square error 
(RMSE) of regression errors and adjusted R^ were 14.0 mmHg and 0.311， 
respectively, as shown in Fig. 4.4(a) (P-value of Q < 0.001). If only C! was set to 
zero, RMSE of the regression reduced to 8.2 mmHg, and adjusted R^ was 0.761 
(P-values of Q and C2 < 0.001 and P-value of Co < 0.05). When ZA^  and arm length 
were both introduced into the regression, the RMSE was 7.0 mmHg, and adjusted R^ 
was 0.821, as shown in Fig. 4.4(b) (P-values of C3, C2, C丨,and C() < 0.001). 
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Fig. 4.4 Regression results of Experiment I: (a) only with PAT; (b) with PAT, arm length, ZX [3] 
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Estimation results: In order to test the accuracy of the algorithm, the subject pool 
was randomly divided into two groups with equal numbers. By regression analysis, 
data of one group were used to obtain C3, C2, C； and C(), which were then used for 
estimating BP for the other group. Three attempts were made and the results were 
shown in Table 4.2. 
Table 4.2 Estimation results by Eq. 3.8 
SD of reference SBP RMSE of regression Estimation error 
Attempt (Estimated group) (6 subjects) (6 subjects) 
1 ^ ^ 1.5土8.0 
2 — ^ -1.1±8.2 
3 18.4 6.1 -2.2 士 7.2 
Unit: mmHg 
4.3. Experiment II: over-month observation using wearable 
device in sitting position 
In Experiment I, blood pressure can be estimated by PAT, arm length and ZX with 
constant C：广within a regression RMSE of 7.0 mmHg and an estimation SD error 
of 8,5 mmHg. In order to fatherly verifying the efficiency of this cuffless approach 
on different subjects and by using wearable device, Experiment II was conducted on 
21 healthy subjects, including 11 males and 10 females, aged 21-35 years. 
None of these 21 subjects had participated in Experiment I. And 9 of them (4 males 
and 5 females) approached the same experiment protocol in both February 2009 and 
April 2009; 11 subjects (6 males and 5 females) took this experiment only in April; 
and there is a male subject who only attended the experiment in February. In addition, 
an h-shirt-based body sensor network device was tested in this experiment and used 
for signal acquisition. 
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4.3.1. Body sensor network for blood pressure estimation 
Based on the earlier work of my research group on h-Shirt [1] and hybrid-BSN [2], a 
cuff-less system was designed for measuring BP [3]. In this system, ECG was 
collected by e-textile sewed on a jacket and PPG by a pair of infrared emitter and 
sensor embedded in a module wearable on the forearm of the subject. A MCU and a 
Bluetooth module were used for digitizing signals and wirelessly transmitting them 
to a computer respectively. Continuous ECG and PPG and parameters such as SBP, 
DBP and PAT can be calculated and displayed on screen, as shown in Fig. 4.5(a). 
Wireless Bluetooth 丨 存 崎 • 
Transmission ！j^^^Mmm 
l i ^ ^ ^ h h i ^ H B ^ h i 
(a) 
• � 广 』 R ••ay�‘、务 ninii丨丨丨丨丨丨mtw 
(b) (c) 
Fig. 4.5 Wireless body sensor network system for blood pressure monitoring: (a) general view 
of the cuffless and wireless body sensor network; (b) E-textile materials sewed inside of the 
jacket for collecting ECG; (c) Placement of the PPG sensor. [3] 
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As shown in Fig. 4.5(b), two pieces of e-textile material were used as ECG 
electrodes and sewed inside the cuffs of the jacket, while another piece sewed inside 
a sleeve was used as the reference to avoid noise induced by motion. Fig. 4.5(c) 
shows the module with the PPG sensor embedded on the bottom. By wrapping the 
module around the forearm of the subject, PPG can be collected. 
4.3.2. Experiment protocol and data collection 
Each subject rested for 3 minutes while the operator measured the arm length of a 
subject from his/her scapula to the PPG sensor. Cuff BP were then measured every 2 
minutes for four times by the automatic BP machine (OMRON，Model HEM-907, 
Japan). In between two cuff measurements, ECG and PPG were collected 
simultaneously for 1 minute using the body sensor network system described in 
section 4.3.1. 
A total of 90 datasets were collected in this experiment from Feb to April, amongst 
which 30 datasets were recorded in Feb and the other 60 ones were in April. Each set 
of data consisted of the averaged PAT of the 1-minute recording and the averaged of 
the two cuff blood pressure measured before and after signal recording. The signal 
characteristic procedures were similar with the algorithm described in section 4.2.2. 
4.3.3. Experiment results 
Using constant coefficients C3�Co which were calculated from the regression result 
(section 4.2.3) of 12 subjects in Experiment I，blood pressure was estimated as the 
format of Eq. 3.8 under different conditions. The detailed equation with specific 
values of C3�Co was as following: 
SBP = -79 .8X \ n{PAT) +155.7x\n(arm Jength)-5.5x2X + 77.6 Eq. 4.1 
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where units of PAT, armjength and SBP were m/s, m, and mmHg respectively. Since 
the placement of sensors and circuit design were different for the two experiments, 
PAT was adjusted for a group bias. As contrasts, estimation results with only PAT, 
and with PAT and arm length were calculated as well. Table 4.3 gives a summary of 
these estimation results. 
Table 4.3 Estimation results of Experiment II by using Eq. 4.1 
Experimen No. of No. of SD of SBP Estimation Error (mmHg) 
tDate Subjects datasets (mmHg) Condition I* Condition II* Condition III* 
21 subjects 
Feb. & Apr. , , , � 90 13.6 1.2土6.6 3.1 土9.2 -0.5土 13.7 
(all) 
10 subjects � 
Feb. , „ . 1 L � 30 13.3 1.0土6.1 -1.4土8.8 -3.0土 12.6 
(all in Feb) 
20 subjects ,八 
Apr. , „ . A . , � 60 13.6 1.4士6.9 5.3土8.7 0.7土 14.2 
(all in April) 
9 subjects** 
Feb. , J . � 27 13.9 0.8士 6.4 -2.4 土 8.6 -3.6 土 13.1 
(tested twice) 
9 subiects** 
Apr. , ‘ . , 27 15.3 2.4土 7.5 5.9 土 9.0 1.5 士 14.0 
(tested twice) 
• Condition I: C3, C2, Q and Co i.e. using Eq. 4.1 
Condition II: Q = 0; C3, C2 and Co 
Condition III: C2 and C, = 0; C3, and Co ？ 0^. 
*• These nine subjects participated in both the experiments in February and April. 
4.4. Experiment III: contactless monitoring in supine 
position 
The results of Experiment I and II have shown the success of the cuffless calibration 
approach for PAT-BP estimation in sitting position and using wearable device. The 
purpose of Experiment III is to evaluate qualities of the signals acquired from a 
contactless system and to implement the calibration and estimation method in supine 
position. Different from the contact system and wearable system used in previous 
experiments, the contactless system dose not require users to put on or get in contact 
with any sensors so that its design has a promising future of the implementation for 
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over-night undisturbed monitoring. 
11 healthy subjects, including 5 males and 6 females, aged 23-35 years, participated 
in this experiment, 9 of which (4 males) used to participate in Experiment II and the 
other two of which never participated in both Experiment I and II. 
4.4.1 • The design of the contactless system 
The contactless system was designed on a soft and flexible sleeping cushion 
(h-Cushion[4]) that is to be placed in between the mattress and bed sheet. As shown 
in Fig. 4.6，e-textile electrodes and a pair of photo emitter and sensor were embedded 




Fig. 4.6 Design of the contactless system: 
(a) appearance, (b) e-textile electrodes, and (c) LED and photodiode pair. [5] 
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In this novel system, a PPG sensor board was carefully designed so that it is 
comfortable to be slept on while being able to maintain sufficient contacting pressure 
against the user for capturing the pulse from the back of the user. A pair of 
narrow-band infrared LED and photodiode was selected to reduce the interference of 
visible light from surrounding environment. 
4.4.2. Experiment protocol and data collection 
Each subject was asked to lie on the contactless system described in Section 4.4.1 for 
6 minutes. For references, ECG and PPG were simultaneously collected by sensors 
that were clipped onto the fingertips and forearms of the subjects, i.e. by a contact 
approach. An automatic BP machine (OMRON, Model HEM-907, Japan) was used 
to measure reference BP on the left upper arm of the subject at the beginning of 
signal recording and every 2 minutes afterwards. Including a cuff reading taken after 
the 6-minute recording, a total of four cuff readings were measured from each 
subject. 
From the above recording, 33 sets of data were extracted for each system. Each set of 
data consisted of the averaged PAT of a 1-minute recording and the averaged of the 
two cuff BPs measured before and after the recording. The distances from subject's 
shoulder to the PPG sensors were measured after data recording. The signal 
characteristic procedures were similar with the algorithm described in section 4.2.2. 
4.4.3. Experiment results 
Fig. 4.7 shows a typical segment of ECG and PPG recorded simultaneously by the 
contact and contactless systems. 
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Fig. 4.7 A typical recording of the signals obtained by the contact and contactless systems 
SBP of the 11 subjects in Experiment I ranged from 86 mmHg to 117 mmHg with a 
SD of 9.3 mmHg. Table 4.4 shows the regression results of SBP by Eq. 3.8 for both 
the contactless and contact systems. 
Table 4.4 Regression results by using signals from contact and contactless systems 
RMSE of P-value of variable coefficients 
System 
Regression Q C, C； Q 
Contactless 7.1 mmHg <0.05 <0.05 <0.05 0.091 
Contact 7.4 mmHg 0.424 <0.05 0.568 <0.05 
For the 9 subjects who have participated in both Experiment II and Experiment III， 
their SBP were 101.3士9.8 mmHg and 111.6土 13.4 mmHg when measured at supine 
and sitting postures respectively. Using regression analysis on Eq. 3.8’ the RMSEs of 
estimations were 7.9 mmHg and 5.5 mmHg for the supine and sitting postures 
respectively (see Table 4.5). Fig. 4.8 compares the regression results in supine and 
sitting postures. 
Table 4.5 regression results in different postures 
RMSE of Variation of Parameters Posture ^ — 
Regression SBP (mmHg) PAT (ms) ZX 
Supine (Experiment III) 7.9 mmHg 101.3±9.8 197士 19 5.1 士0.6 
Sitting (Experiment II) 5.5 mmHg 111.6±13.4 228士 17 4.4土0.6 
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Fig. 4.8 Estimation of SBP by regression at different postures [5] 
4.5. Discussion 
4.5.1. Discussion of Experiments I and II 
The experiment results of Experiment I show that PAT correlated with SBP 
individually but not as a group. When only PAT was used with some constant 
coefficients for SBP estimation, the results were poor (regression analysis resulted in 
SD=14.0 mmHg for Experiment I and the estimation differed from the reference by 
-0.5士 13.7 mmHg for Experiment II). Thus, the results suggest that the coefficients 
for PAT-BP estimation equation are individual dependent. 
The proposed cuffless calibration approach by group regression with PPG waveform 
parameters is developed based on measuring the time and distance travelled by the 
pulse and physiological properties of arterial wall. Its advantage is that no extra 
sensor or inflatable cuffs should be included and the coefficients in Eq. 3.8 are group 
determined. This new method has been successfully applied on Experiment I and 
Experiment II, involving a total of 33 healthy young subjects in sitting position. 
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In Experiment I, the regression result for all 12 subjects was SD=7.0 mmHg. When 
the same regression coefficients were used in Experiment II by Eq. 4.1，the overall 
estimation result of 21 subjects was 1.2土6.6 mmHg. It should be emphasized that 
none of the subjects in Experiment II had participated in Experiment I and the errors 
of estimation have no obvious relationship with the values of SBP as shown in Fig. 
4.9. Therefore, these results were not achieved by chance. 
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Fig. 4.9 Error distribution versus reference SBP in Experiment II. 
From the view of modelling: According to L. Dahn's in-vivo experiment in human 
leg arteries, the parameters k and Kq valued as the following Table 4.6 [6]: 
Table 4.6 In-vivo experimental values of the volume-pressure parameters 
H 碰 k ^ ^ Omin/Q 
(mmHg) (mmHg') (mmHg) (mmHg) 
Human 1 24.3 0.0285 70.1 0.657 -14.7 
Human 2 20.9 0.0332 ^ 0.545 -18.3 
Human 3 21.8 0.0318 62.9 0.370 -31.3 
In Eq. 4.1，the value of Cj is quite closed to the values of2/k above while the range 
of item Cj*ZXis just in the variation range of i\/k)*{\nKo) considering the normal 
range of ZXis from 2-6 . 
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From the view of each added parameters: The introduction of arm length brings 
significant improvement to the estimation, reducing the SD of regression error from 
14.0 mmHg to 8.2 mmHg in Experiment I and the estimation error from -0.5士 13.7 
mmHg to -3.1 ±9.2 mmHg in Experiment II. Moreover, the new parameter ZX, 
derived from the PPG waveform, further improved the BP estimation. 
From the view of physiological state changes: Experiment I included exercise 
procedures so that 31 out of 72 datasets were measured after exercise. We have 
randomly selected data of 6 subjects in Experiment I for regression to estimate BP 
for the other 6 subjects and found that the SD of estimation errors were around 
7.2-8.2 mmHg with small absolute mean errors around 2 mmHg. 
From the view of monitoring overtime-. There are nine subjects included Experiment 
II at both February and April. The BP estimation errors of these two measurement 
period were comparative as 0.8±6.4 mmHg and 2.4士7.5 mmHg respectively. 
4.5.2. Discussion of Experiments II and III 
In Experiment II, a wearable device based on body sensor networks were 
successfully used for data acquisition and BP estimation. This technology can be 
implemented for mobile monitoring during day time. In Experiment III, a contactless 
system for BP estimation has been tested on a sleeping bed. The results showed that 
the quality of ECG and PPG obtained from the back of the subject by a contactless 
approach are generally sufficient for estimating a robust PAT for the measurement of 
BP (Fig. 4.7). This technology is suitable for applying to nighttime monitoring of BP 
as it does not disturb the user's sleep. 
However, the calibration and estimation results of Experiment III showed that the 
cuffless method of Eq. 3.8 cannot be directly applied to estimate SBP in supine 
position. Regression results from both contact and contactless systems are larger than 
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7 mmHg while the standard variation of SBP was only 9.3 mmHg. 
As mentioned before, PAT consists of PEP and PTT. According to Bramwell-Hill's 
model, PTT is negatively correlated with BP while PEP is considered as a negligible 
constant. Therefore, PAT should increase from sitting up to lying down when BP of 
the subject decreased. However, comparing the results of Experiments II and II, both 
PAT and BP decreased after the change of posture. One possible explanation of this 
phenomenon is that PEP variation with posture change should be accounted for and 
this kind of PEP variation is subject-specific [7]. Nevertheless, this could not folly 
explain the phenomenon. As shown in Table 4.5 and Fig. 4.8，the SD of differences 
between the reference BP and BP estimated by regression is considerably larger 
when measured at supine than at sitting, indicating new compensation factors must 
be considered [5]. Further investigation should be conducted to understand the 
difference of BP estimation at different postures. 
4.5.3. Conclusion 
As considered these results from each aspect above all, it can be concluded that this 
new cuffless calibration of SBP estimation by Eq. 3.8 is consistent with the deduced 
theories in Chapter 2 and 3. Its efficiency for young healthy subjects with 
measurement in sitting position had been proved in both Experiments I and 
Experiment II. Even when physiological changes by exercise and long-term factors 
are included, it can still work well. 
Compared this method with other existing cuffless calibration methods described in 
Chapter 3, the proposed method not only has better estimation accuracy, but also is 
much easier to be operated than the hydrostatic method does and has more theoretical 
support than the common regression method does (Table 4.7). 
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Table 4.7 The comparison among cuffless calibration methods of PAT-BP estimation 
^ ... , Hydrostatic pressure Group regression Proposed cuff less 
Calibration approach (Section 3.2.2) (Section 3.2.3) method 
" T y p e of estimated BP MBP SBP SBP 
range of reference 92.5±9.6 113.4±8.0 108.3±13.6 
(mean土SD mmHg) 
No. of subjects 8 ^ ^ 
No. of Datasets for o 川 . . . . , . o 4u yu estimation test 
p t i m a ^ f Error 1.3±7.1 5.8±4.2 1.2±6.6 
(Mean±SD mmHg) 
I" 1 . r ‘. Accelerometer a _ . , 
Extra information External pressure sensor 「々m length Arm length 
r — i r e d Extra PPG sensor weight PPG waveform 
H o w e v e r , th is m e t h o d c a n n o t b e d i rec t ly app l i ed f o r e s t i m a t i o n in s u p i n e pos i t ion , 
i nd i ca t i ng tha t n e w c o m p e n s a t i o n f ac to r s s h o u l d b e c o n s i d e r e d . T h e r e f o r e , f u r t h e r 
i nves t i ga t i on s h o u l d b e c o n d u c t e d to u n d e r s t a n d t h e d i f f e r e n c e o f B P e s t i m a t i o n at 
d i f f e r e n t p o s t u r e s and to f i nd an a l t e rna t ive w a y f o r B P e s t i m a t i o n in s u p i n e pos i t ion . 
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5. Cuff-based calibration approach for BP 
estimation in supine position 
5.1. Introduction 
In order to further investigate the PAT-BP estimation in supine position, two similar 
experiments including exercise procedures were conducted in both lab environment 
and in Prince of Wales Hospital with comparison of age and diseases. Since the 
cuffless calibration was not efficient in supine position in Experiment III，the 
alternative Eq. 3.9, which is suitable for cuff-based calibration, were evaluated in this 
chapter for improving the estimation results. 
20 young and healthy subjects, including 9 males and 11 females, aged 22-35 years, 
participated in Experiment IV in Feb 2009. 20 patients including 16 males and 4 
females, aged 4 9 � 8 3 years, participated in Experiment V from Feb to April, 10 out of 
whom used to have a heart failure while 8 have chronic diseases. 
5.2. Experiment protocol 
For the aim of easier comparison with each other, the protocols of Experiment IV and 
V were similar. Experiment V was designed and co-operated with the Cardiology 
Department of Prince of Wales Hospital. 
5.2.1. Experiment IV: exercise experiment in supine position in lab 
Self-designed acquisition equipment was used to collect PPG simultaneously from 
the left index finger tip and the right ear of the subjects. ECG signal was collected by 
the commercial ICG machine (Physioflow® Version 5) from the chest of the subjects. 
As a comparison, continuous reconstructed brachial blood pressure was estimated by 
- 6 1 -
the Finometer (Finapres® Serial No.: FM.1.MU.281) according to the cuff pressure 
from left middle finger tip. All these signals were simultaneously recorded during the 
experiment at sampling rate of 1 kHz with the DATAQ instrument WINDAQ. An 
experienced nurse was invited to measure BP from subject's right upper arm by using 
the auscultative method with a mercury sphygmomanometer. Exercises were 
implemented on a bicycle (X2FIT®, Taiwan), of which the working load can be 
manually controlled (Fig. 5.1). 
Ear PPG 
\ • Bicycle� 
O ICG (ECG) 
BP Cuff V / F i n g e r PPG [！！' 
^ I I 
Fig. 5.1. General view of equipment settings of Experiment IV 
Each subject was asked to lie on his/her back on a mattress which had an angle 
around 15° with the horizontal line. Their hands naturally put on the sides of the 
body. With wearing all the sensors and cuffs of PPG, ECG, Finometer and 
sphygmomanometer, each subject should complete an 18-minute experiment process, 
including 4 minutes lying quietly, 6 minutes bicycle exercise, 6 minutes lying quietly 
and 2 minutes sitting. The work load of the exercise part is 25w, 50w and 75w for 
each 2 minutes respectively. During this 18-minute experiment, PPG, ECG and 
Finometer signals were continuously recorded and cuff BP values were read every 2 
minutes. 
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5.2.2. Experiment V: exercise experiment in supine position in PWH 
The same PPG, ICG and Finometer equipments of Experiment IV were used in 
Experiment V with similar sensor location, except the finger cuff of the Finometer 
were moved to the right middle finger tip. An additional 12-lead ECG machine 
integrated with an automatic BP machine (BP-Monitor, Sun tech, USA) was used for 
detecting cardiac electric signals and BP readings as a part of requirements from the 
hospital. A Y-tube was used to connect the sphygmomanometer and the oscillometric 
device so that BP references were obtained simultaneously by the nurse and the 
automatic machine. A bicycle with adjustable work load (Echo Cardiac Stress Table 
with Angio Arm Ergometer, Lode -927900, Holland) was used for exercise stage. 
觀嶋m4 
Fig. 5.2 Real view of experiment situation in PWH 
During the experiment, subjects lay down on a special bed which can be manually 
rotated. The angle of bed for each subject was varied from 10° to 20° in order to get 
the clearest ultrasound imaging of heart. At the beginning of the experiment, each 
subject, with his right hand put on the side of his body and left hand on the pillows 
besides his head, was rest for 5 � 7 minutes, when at least two BP readings were 
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acquired. Then subjects began to cycle the bicycle under the supervision of doctors 
and nurses. The work load of bicycle was gradually increased from zero by 25w per 
2 minutes and kept on a relative high level according to the physiological conditions 
of each subject. The length of exercise time was depended on whether the 
acceleration of heart rate was achieved at least 80% of the expected value. This target 
heart rate was decided in the previous diagnosis. Bicycle exercise was followed by a 
recovery stage lasting 1 0 � 1 5 minutes with subjects remaining at rest. In addition to 
the continuous physiological signal acquisition and intermittent BP measurement per 
two minutes, ultrasound images were achieved by a nurse from Princes of Wales 
Hospital during both exercise and recovery stages. Fig. 5.2 is a real photo taken in 
the hospital, showing the experiment situation when a subject was cycling 
Table 5.1 lists the target heart rate, maximum work load during exercise and the time 
of exercise implemented by each subject. 
Table 5.1 The target HR, maximum exercise load and durations of subjects 
Subject No. t HR Max. Load Exercise 
(beat/mm) (w) (min) 
090227-1 1 5 4 ‘ "~75 19 
090227—2 160 125 15 
090227_3 137 70 16 
090227_4 155 100 11 
090306—1 149 100 15 
090306_2 157 150 20 
090313-1 170 100 18 
090313_2 157 125 12 
0 9 0 3 1 3一 3 1 7 1 1 0 0 1 4 
090320_1 160 75 16 
090320_2 149 75 15 
090320_3 169 75 9 
090320—4 159 75 10 
090320_5 161 100 12 
090320_6 171 120 22 
090327_1 158 100 14 
090327_2 167 100 16 
090403-1 147 75 ” 
090403_2 150 75 12 
090403_3 ^ 12 
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5.3. Data analysis 
5.3.1. Partition of signal trials and selection of datasets 
The recorded signal trials were uninterruptedly recorded for 18 minutes per subject 
in Experiment IV and ranging from 15 to 30 minutes in Experiment V. These trials 
should be divided into small segments for the convenience of further signal process. 
Therefore, according to the reference cuff BP readings, they were cut into two types 
of fragments. Fragments of Type I were cut from the time when the BP cuff began to 
be inflated while those of Type II were cut from the middle of every two cuff 
inflations. Each fragment was 40 seconds long and the remaining part after cutting 
was not used. Generally, a total of 300 datasets in Experiment IV and 556 datasets in 
Experiment V were collected. 
However, the signal qualities in some datasets were not good enough for information 
extraction. Noise was introduced by motion artifact, external electromagnetic 
interference or hardware failure. Those noisy datasets, 41 trials in Experiment IV and 
5 trials in Experiment V, were excluded from the dataset pool. 
The reference BPs for datasets of Type I in Experiment IV were just those nurse 
readings coinstantaneous with signal recording; the references for Type II were the 
average values of nurse readings before and after each fragment. Since the nurse 
failed to hear the BP value once, 1 dataset of Type I and 2 datasets of Type II had no 
reference. In Experiment V，the references for Type I were the average of 
simultaneous auto-machine measurements and nurse readings when signals were 
recorded; the references for Type II were the average of simultaneous auto-machine 
measurements and nurse readings before and after signal recording. If the difference 
between auto-machine and nurse BP values was larger than 10 mmHg, then the 
reference BP was consider as unreliable reference. 94 references were judged and 
excluded as unreliable references, 30 out of which were excluded because of 
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emergency error of auto-machine during the experiment. 
Finally，there were a total of 713 datasets selected for further analysis. Table 5.2 
gives a detailed summary of dataset selection in both two experiments. Those 
selected datasets, including datasets at rest state, during exercise, and in recovery 
stage, were first processed by using the algorithm in section 4.2.2. Both PATs from 
ECG to finger PPG and ear PPG were calculated. It should be noted that the 
definition of ear PAT is the time division from ECG R-peak to the foot point of ear 
PPG, which is slightly different from the definition of finger PAT. 
Table 5.2 Summary of dataset selection 
Experiment IV Experiment V 
Total No. of datasets 300 55e 
Signal length I dataset 40 second 40 second 
Types of BP ref. Nurse readings Nurse readings and 
auto-machine measurements 
Bad signal quality 5 datasets 41 datasets 
Ref. missing or unreliable 3 datasets 94 datasets 
292 421 “ 
No. of selected datasets Rest 78 Rest 57 
Exercise 116 Exercise 206 
R6C0V6I7 98 Recovery 158 
5.3.2. PPG waveform processing 
PPG signal is sensitive to motion artifact, contact force variation and external light 
noise. In addition, the heart period variation may bring confusing information for 
intra-heart-period waveform analysis. In order to exclude all these negative 
influences, a noise reduction method mainly derived from time-domain periodic 
average method was used in these two experiments. 
In the previous processing for PAT calculation, the foot, first derivative peak and 
maximum points of PPG signal have been characterized in time domain. According 
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to these characteristic points, the PPG signal in a trial can be cut into wave pieces 
from the foot point to the foot point and the amplitude of each wave can be defined 
as the voltage difference between the foot point and the maximum point. Secondly, 
waves having similar amplitudes (difference with the average amplitude was smaller 
than 20% of the average amplitude) were considered as stable waves less interfered 
by noises. Thirdly, those selected waves were rescaled to 2000 points per wave so 
that the time difference caused by heart rate variation was excluded. The linear 
interpolation method was used for resampling waves. Finally, the average of those 
resampled waves was treated as the representative waveform for a specific trial. Fig. 
5.3 shows the procedures to process a typical PPG signal trial, amongst which the 
yellow line in Fig. 5.3(c) was the final averaged wave. 
TI T TI^ ^ 1 7 is~ISZ> ' ' i A 111 il. 1 丄 L 丄 ； ^  1 d 1 A -1. X . L � ‘ � 0 浓 �� eoj 防 19W IMO IfrX 13M 20K 
(a) (b) (C) 
Fig. 5.3 Rescaling, resampling and superposition of PPG signal: (a) A typical trial of PPG 
signal with characteristic points; (b) rescaled wave pieces (2000 points per wave); (c) 
averaged wave of a trial signal (yellow line) and the SD of each point (blue shadow). 
According to these averaged waves (PPG wave), first and second derivative PPG 
were derived and the waveform parameters proposed in Section 3.3.2 were calculated 
one by one. 
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5.4. Experiment results 
5.4.1. Range and variation of reference SBP 
Since a large amount of datasets including physiological state changes were collected 
on over 40 subjects, the systolic blood pressure covered a large area of values from 
86 mmHg to 220 mmHg. The mean and standard deviation of SBP were 125.6士20.4 
mmHg for young subjects (Experiment IV) and 159.6土27.4 mmHg for aged subjects 
(Experiment V). Fig. 5.4 shows the distribution of SBP values in both experiments. 
From the view of individual case, the SBP variations were averagely 12.1 mmHg for 
subjects in Experiment IV and 20.1 mmHg for subjects in Experiment V (Table 5.3). 
Table 5.3 The standard deviation of SBP variation of each subject 
Experiment IV Experiment V 
Subject SD of SBP Subject SD of SBP 
eOl 10.3 ~ 0 9 0 2 2 7 � 
e02 15.3 090227_2 27.1 
e03 7.4 090227_3 12.6 
e04 5.9 090227_4 10.3 
e05 3.9 090306_1 20.6 
e06 6.9 090306_2 21.6 
e07 8.2 0 9 0 3 1 3 j 21.5 
e08 13.1 090313—2 25.9 
e09 11.5 090313_3 27.6 
elO 20.3 090320_1 20.1 
e l l 11.5 090320_2 24.1 
e l2 15.0 090320_3 16.0 
e l3 18.4 090320_4 14.1 
el4 16.8 090320_5 17.1 
el 5 15.3 090320_6 31.9 
e l6 21.0 0 9 0 3 2 7 � 19.8 
e l7 5.6 090327_2 14.6 
e l8 15.8 090403_1 16.9 
e l9 7.6 090403_2 22.6 
e 2 0 0 9 0 4 0 3 一 3 3 0 . 7 
Mean 12.1 Mean 21.1 
Unit: mmHg 
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Experiment III - Range of Reference SBP Experiment IV - Range of Reference SBP 
80 , ‘ 80 r ‘ ^ .丨 
1 6 � J J M 
J I B I l ^ - -
q I ^ ^ ^ ^ M B P I ' I U I m i m J o ' ^ 
50 100 150 2 0 0 5 0 100 150 2 0 0 2 5 0 
SBP / mmHg SBP / mmHg 
(a) (b) 
Fig. 5.4 Distribution of SBP values: (a) in Experiment IV; (b) in Experiment V 
5.4.2. PAT-BP individual best regression 
Table 5.4 Individual standard deviation of errors of PAT-SBP regression 
~ 7 7 ~ ~ ^ ^ Usin^ U s h ^ 
Subject Subject ^ 
finger PAT ear PAT finger PAT ear PAT 
e01 ^ 5.3 090227_1 
e02 6.7 090227—2 ^ ^ 
e03 ^ 6.2 ~090227_3 12.3 
e04 ^ 4.8 090227一 4 ^ ^ 
e05 3.3 090306_1 ^ 114 
e06 ^ 5.6 ~090306_2 6.7 ^ 
e07 ^ 5.6 090313_1 ^ ^ 
e08 7.4 ~090313_2 8.4 ^ 
e09 6.1 7.2 ~~ 090313_3 ^ ^ 
e10 ^ 9.8 090320—1 ^ 7 
e11 6 6.7 ~090320_2 9 7J 
e12 9.7 ~090320_3 5.1 ^ 
e13 ^ 8.2 ~^0320_4 11.8 ^ 
e14 ^ 8.3 ~090320_5 7.3 4 J 
e15 9 8.3 090320一 6 ^ 
e16 7.4 10.3 090327_1 4 ^ 
e17 4.6 5.6 090327_2 7 
e18 ^ 11.1 ~090403_1 10.7 ^ 
e19 5.7 090403一 2 ^ 
e20 8.4 7.5 — 090403一 3 ^ ^ 
Overall ^ 7.2 | Overall 8.6 7.4 
Unit: mmHg 
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Individual regression of SBP by PAT was achieved by using the Eq. 3.1 
SBP = A • \n{PAT) + B. The RMSE of regression for each subject were varied from 
2.9 mmHg to 14.8 mmHg and from 2.8 mmHg to 13.3 mmHg by using finger and 
ear PAT respectively. Detailed RMSE information of individual regression was listed 
in Table 5.4. Generally speaking, the RMSE of individual regression for young 
subjects were 6.2 mmHg for finger PAT and 7.2 mmHg for ear PAT. RMSE of 
regression for aged subjects were a little bit larger, which were 8.6 mmHg for finger 
PAT and 7.4 mmHg for ear PAT. 
The following four figures (Fig. 5.5�Fig. 5.8) give some examples of best and worst 
cases of individual regression. The left sub-graph compares the estimation results 
with reference according to the time axis of data collection. And the right sub-graph 
shows the relationship between SBP and \n{PAT). In the best cases, PAT can 
sensitively track the changes of SBP, such as showed in Fig. 5.5 and Fig. 5.7, 
examples for Experiment IV and V respectively. However, as the worst cases, PAT 
had low correlations with SBP variations (Fig. 5.6 and Fig. 5.8). 
135 e01 SD of regression error: 4.30 mmHg 
130 • 130- m 
f m 7 
^ 125. J \ \ - 125- / 
I 115. f - 115- J 。 
卜 \ [l \ ”。 
‘ [ ^ H - 1 0 5 - / I — — E s t . line I 
^ 丨 士 Est.I ^ o O Ref. 
1001 ‘ ‘ 100' • I 
0 5 10 15 1.4 1,6 1.8 2 
Trial No. •In(PAT) I -ln(s) 
Fig. 5.5 Individual regression: example of best case in Experiment IV (finger PAT) 
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e19 SD of regression error; 6.05 mmHg 
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Fig. 5.6 Individual regression: example of worst case in Experiment IV (finger PAT) 
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Fig. 5.7 Individual regression: example of best case in Experiment V (ear PAT) 
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Fig. 5.8 Individual regression: example of worst case in Experiment V (ear PAT) 
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5.4.3. Multiple regression using ZX and arm length 
According to the previous method of Eq. 3.8, if the SBPs were only regressed by 
finger PAT, the RMSEs of regression were 15.5 mmHg and 20.5 mmHg for 
Experiment IV (P-value of Co�0.1 and C3<0.001) and Experiment V (P-value of 
Co>0.1 and C3<0.001) respectively. If the SBPs were regressed by finger PAT, the 
length of arm and ZX, in experiment IV, the RMSE of regression was 13.4 mmHg 
with the P-values of Co, C2 and C3 <0.001. However, the P-value of Ci was larger 
than 0.1. In experiment V, the SD of regression error with three variables was 20.3 
mmHg with the P-values ofCo<0.01, C2<0.005, C3<0.001 and Ci>0.1. 
5.4.4. One-cuff calibration improved by PPG waveform parameter 
Based upon the Eq. 3.9, an one-cuff individual calibration was purposed to be 
achieved with PAT and a PPG waveform parameter. 
Table 5.5 Group correlation of SBP/age with PPG waveform parameters 
Reference SBP Age of subjects 
Reference of SBP 0.56 
Age of subjects 0.56 ---
MaxP 0.66 0.67 
L2Q 0.38 0.59 
L4Q 0.37 0.61 
L60 0.45 0.51 
L80 0.49 0.41 
DfrontP 0.29 0.24 
DbackP 0.50 0.36 
MaxV -0.39 -0.66 
DfrontV -0.71 
DbackV -0.38 -0.55 
ZX -0.22 一 -0.24 
Hrate 0.33 0.10 
Vrate 0.56 0.44 
2ndD_area 0.15 -0.03 
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The group correlation between SBP/age and PPG waveform parameters: First of all, 
in order to select one of the 14 PPG waveform parameters proposed in Section 3.3.2 
as the extra parameter used in PAT-BP estimation, the relationships among blood 
pressure, age and PPG waveform were investigated by group correlation. As 
calculated in Table 5.5, it is found that the parameter MaxP had a relative high 
correlation with both SBP (r=0.66) and age (r=0.67) while DfrontV had the highest 
correlation with age (r=0.71). Finally, MaxP was selected as the PPG waveform 
parameter used in Eq. 3.9. 
Individual regression of SBP by PAT and MaxP: Individual regression of SBP was 
approached by using the equation 
SBP = D^ . \n{PAT) + D, • MaxP + / )�， Eq. 5.1 
amongst which finger PAT was used for young subjects, ear PAT for aged subjects 
and MaxP from finger PPG for all subjects. The overall RMSE of individual best 
regression was reduced from 7.0 mmHg to 6.2 mmHg (Table 5.6). 
Table 5.6 Results of individual regression by Eq. 5.1 
PAT used MaxP used of individual regression 
With only PAT With PAT and MaxP 
Experiment IV Finger Finger 6.2 mmHg 5.7 mmHg 
Experiment V Ear Finger 7.4 mmHg 6.5 mmHg 
Overall 7.0 mmHg 6.2 mmHg 
SBP estimation with cuff BP calibration: Table 5.7 shows the comparison of 
estimation with and without MaxP by different calibration methods. As proposed in 
previous discussions in Chapter 3’ the coefficients of Z)； and D2 were set as group 
constants while Dq was calculated by cuff BP readings. Two different sets of BP 
readings were used for comparison. For one-point calibration, only one cuff-BP 
reading at the rest stage was used for each subject, while another BP reading was 
included for the two-point calibration, where these two BPs had more than 20 mmHg 
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difference. In two-point calibration, the value of Dq was determined as the average of 
the calculation results by the two readings. By using MaxP, the mean and standard 
deviation errors of estimation was reduced from 4.3 ±11.7 mmHg to -0.3 ±11.2 
mmHg by one-point cuff calibration and further reduce to -1.4 ±9 .9 mmHg by 
two-point calibration. 
Table 5.7 Estimation results by Eq. 5.1 using cuff BP calibration 
Experiment IV Experiment V Overall 
Cal. Points 
only PAT PAT and MaxP only PAT PAT and MaxP only PAT PAT and MaxP 
1 point at rest 2.7±12.4 -1.8±11.9 5.5±10.9 0.8±10.5 4.3±11.7 -0.3±11.2 
2 points 
4.4 ±9.7 -2.5±9.4 3.7±10.9 -0.5±10.3 3.0±10.4 -1.4±9.9 
(BP range>20 mmHg) 
Unit: mmHg 
5.5. Discussion 
The large subject pool and the inclusion of bicycle exercise for dozens of minutes 
made the recorded SBP covering and varying in a large range in Experiment IV and 
V. The reference SBP range 86 mmHg�220 mmHg with a SD of 29.8 mmHg (Table 
5.3) are much larger than it of any studies reviewed in Chapter 3. It is the proof of the 
success of experiment conduction but also brings more challenges to BP estimation. 
PAT still has high individual correlations with SBP and the regressions of SBP by 
PAT for each subject had an overall error around 7 mmHg (Table 5.4). However, for 
every specific subject, the correlations between PAT and SBP are pretty high in some 
cases so that PAT can track SBP variation well (Fig. 5.5 and Fig. 5.7), while there are 
some bad situations that changes of PAT are definitely different from changes of 
SBP(Fig. 5.6 and Fig. 5.8). The worst cases happened in both young group and aged 
group but its reasons haven't been identified yet. 
The cuffless calibration method invented in Chapter 4 still did not work well. 
According to the group regression results, it indicates that the arm length really has a 
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correlation with SBP because the coefficient P-values of the item of arm length are 
smaller than 0.005 for groups with different ages. However, the impact by ZX is not 
positive in supine position. Some physiological factors may disturbed the properties 
ofZX. 
The cuff-based calibration method of Eq. 3.9 was used as an alternative choice. By 
comparing the group correlation with SBP and age, MaxP was selected as the 
representative of arterial elastic properties from all the 14 PPG waveform parameters 
proposed in Chapter 3. The estimation result with PAT and MaxP was improved from 
4.3 ±11.7 mmHg to -0.3 土 11.2 mmHg by one cuff-BP calibration. Results for both 
young and aged group had been considerably better, indicating this method can be 
applied on different groups. Besides, the estimation results of MaxP calibration with 
one cuff BP are comparative to other cuff-based calibration mentioned in Section 
3.2.1 (Table 5.8). 
Table 5.8 The comparison among cuff-based calibration methods of PAT-BP estimation 
Calibration approach ？ c ； 二 。 M ^ Wong's work Proposed cuff-based 
(Section 3.2.1) (Section 3.2.1) method 
Type of estimated BP SBP SBP SBP 
range of reference . ^ oxo^ , „ 
(meaniSD mmHg) 103.0±11.3 145.7±29.8 
No. of subjects 85 14 40 
Age of subjects (year) 57±29 26±4 45±19.5 
Estimation error 介 o 
(MeaniSD mmHg) 0.6±9.8 5^±4.2 -0.3±11.2 
SD Ratio of Error to 
reference SBP (%) 37.2 37.6 
In addition, the calibration using two cuff BP readings (difference >20 mmHg), can 
ftirther improved the estimation result to -1 .4±9.9 mmHg, showing the potentials of 
PAT-BP estimation can pass the AAMI standards by using information from PPG 
waveform for calibration. Nevertheless it is not practical yet in normal application to 




In this thesis, calibration methods for cuffless arterial blood pressure 
estimation by pulse arrival time are fully discussed and compared. The 
hemodynamic theories, especially the Bramwell-Hill 's model and the 
volume-pressure relationship, are analyzed as the theoretical foundation of 
PAT-BP estimation. Based on these theories, the importance of pressure pulse 
transit distance and elastic properties of blood vessels is emphasized for 
PAT-BP calibration approaches. 
A novel model-based PAT-BP estimation equation has been proposed upon 
above theories, introducing arm length and parameters f rom PPG waveform 
for calibration variables. It is a combination of meeting the theoretical 
requirements and agreeing with the practical experimental experiences. 
Moreover, both cuffless and cuff-based calibration approaches have been 
derived f rom this invented equation. 
Referring to the cuffless calibration approach, a new parameter ZX from PPG 
waveform is first defined in this thesis and successfully used to improve the 
accuracy of PAT-BP estimation on thirty-three subjects. Compared this new 
cuffless calibration with other existing cuffless calibration methods, the 
proposed method not only has better estimation accuracy, but also is easier to 
be operated with strong evidences in agreeing with the theoretical models. The 
efficiency of this method has been verified in overtime and exercise 
experiments. 
Nevertheless, this cuffless method does not perform ideally when the subject 
posture is changed f rom sitting position to supine position. The substitute 
cuff-based calibration upon the same theory equation has been investigated for 
the measurement in supine position. The estimation results on forty subjects 
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comparative to other cuff-based calibrations and show the potential of 
improving estimation accuracy. 
For the future work, to understand the difference of physiological mechanisms 
of BP estimation in different postures and to connect measured PPG waveform 
with cardiovascular models will be the next-step topics in the PAT-BP 
estimation and calibration. 
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